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How to use 


Connect the data logger 
te a computer to set 
configuration parameters 


Press and hold the lft 
key for 5 seconds to 
start recording © 


© 


Quickly liek the right key © 
twice to mark the current 
me and temperature 
Press and hold the 
right key for 5 seconds, 
to stop recording © 


Open the data report in the newly created 
removable disk of your computar and vew the 
data. You can also view the data by operating the 
data management software. 


Note: 
Default setting: 

EE: Sort hy Omi 

Log iena___2m Gele record desoled 

moo veovanr —_ Temporay report enable 

Timezone _UrC+000 mul strtjstop: enabled 

Strtmede _pressbutton Calibration: 20 

Alarm seting vo. Alarm setting ro. 


Tap deseistion Temseratus recording 


Stop mode press outton, va software 

In the folowing tuo cases, the data logger can also be 
turned on with the let hey not pressed, 

Immediate start made: The data logger < turred on 
immediately after isconnecting with the compater 
Timing start mode: the data logger starts recording at 
scheduled time after disconneeting with the computer. 

@ Direatly cannect the data logger zo the computer with 
no need to stop, you may view the temporary report. 
The logger stops automatically when the set run tens elapses 


® 


Technical Specifications 


Recording Options 
Temperature Rang 


Temperature Acaracy 
Temperature Resolfion °C 

Data Storage Copachy_32000rendies 
Sholfif/Batery 1 year/CRACH2 buton cel 


Recording Interval 3 minutes(standard) 


Startup Mode Button or software 

Stop Mode Button, software er stop when ul 
Protectonclass _ P67 

Demensions Bomers Zimm) 
Weight Jg 


‘certficatons EN12830, CE, RoHS 


Validation Certificate Hardcopy 


Por /Eitechtag Wor 
Moeitestversir) 


Software 


Report Generation __AutomaticPDF report 
Password Protection __Optoralon reauest 


connactioninterfsce _ USB20, 


yoe 
Alarm Configuration __Optoral up to 5 ponts 


With ree Eitech Winor 


gramme 
hert MAC software 


1 Depending on optimal storage conditions 
(SCH +R ASH to TEK rk) 


Product Schematic 


@ 


© 


@ USB protective cover @ Key (right) ° 
@ LCD screen @ Battery cover” 
@ Key (left) ” 


Note: 


O tet key foneien, 


‘operaton Funcoon 
Press and hold 55 Start recording 
prasc once Light ene roan, tum pages 


hd 


@ tigntkey teen 


Operation runeton 

Press and hal 55 ‘stop ecording 
Press once Return to ai menu 
Pres twice Mark te event 


© sapace thor wit 2 cin olv 


turn me banery cover 


eeunterdlockwize ta open 


@.Put in a new CR2032 button 
erteny, wt veganve oware. 


@. Turn the battery cover 
eloctwise to dose it 


G&G 
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LCD Display 


D Poverindicator © no alrm/Marked 
(op status Date month 

@ Racord status ® Meimum temperture 

@ Computer connector @ Minimum temperature 


@ Aarm: above upper Irit_ @ ate-day 
© Aann belowlowerImit__@ Alarm/Mak ale 


D Current rezdings 


LCD Menu 

Press the left key to view the content of each 
page. Press the right key in any page to return to 
the first page. 


hd 


Ee Ts 
= ann 
cBB- 13000 
Lauren: 2namker ef 
temperature readings 
ESA No 
0500 08-28 
3.Current me: a current date 
hour:minute month - day 
vez an 
nn fl 
LLT Li 
Ean 6 Minimum 
temperature temperature 
Application 


The data logger is mainly used to monitor the 
temperature of food, medicine, chemicals and 
other products in storage and transport. It can be 
widely applied to all links of warehousing and 
cald-chain logistics, such as refrigerated containers, 
refrigerated trucks, cooler boxes, cold storage, 
laborstories, ete 


id 


A Precautions 


@ Posco read tho manual earaful before uang the logeer. 

® To synchronze system me, it is recommended to 
connect the logger ro à computer for parameter 
configuration before f is used forthe Arst me. 

@ me LcD screen wil be of after 15 seconds of inacuvty. 
Pressthe left key tolighten ie. 

© Never dismantie the battery, Do not remove ii the 
logger is running. 

® peplace the battery in time er long distance transport 
tits gower remains half 

® Replace old bateny with a new CR2032 button cell wi, 
the negative inward. 
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